[Right ventricular migration of a stent after endovascular treatment of a superior vena cava syndrome].
The authors report a case of migration of a Palmaz stent used for treatment of a patient with a malignant superior vena caval syndrome. Transoesophageal echocardiography showed the metallic device in the tricuspid subvalvular apparatus. Several attempts to recover the stent percutaneously failed. This case illustrates a rare but serious complication of endovascular stenting: migration of the material. Although it is often possible to reposition the stent by radiological interventional techniques, when the stent is located in the right ventricle, the procedure is more difficult and usually fails. Transoesophageal echocardiography enables accurate localisation of the material with respect to the surrounding cardiac structures, especially the tricuspid valve.